Limited funding for medical technology, low levels of education and poor infrastructure for delivering and maintaining technology severely limit medical decision support in low-and middleincome countries. Perinatal and maternal mortality is of particular concern with millions dying every year from potentially treatable conditions. Guatemala has one of the worst maternal mortality ratios, the highest incidence of intrauterine growth restriction (IUGR), and one of the lowest gross national incomes per capita within Latin America. To address the lack of decision support in rural Guatemala, a smartphone-based system is proposed including peripheral sensors, such as a handheld Doppler for the identification of fetal compromise.
Maternal and child health has long been recognised as a key concern by the international development and healthcare community, as reflected in two of the eight United Nation's Millennium Development Goals (MDGs) [2] , which were formulated in 2000 to drastically reduce maternal and child mortality by 2015. Significant progress could be reported in lowering especially child mortality rates over the past 15 years, however targets have not been met with a substantial disparity pertaining between lower resource settings and developed regions, as well as rural and urban areas. The recent report on MDG outcomes [3] estimated maternal mortality to be 14 times higher in developing regions with only half of pregnant women receiving the recommended number of antenatal visits. Furthermore only 56% of births are attended by skilled healthcare workers in rural communities, as compared to 87% in urban areas.
By far the slowest decline in mortality rates was observed for in utero deaths and neonates in their first days of life [4] , [5] . Global mortality estimates for 2009 were 2.6 million stillbirths and 2.8 million early neonatal deaths (within the first week of life) among 133 million babies born alive each year [1] . Birth remains an event of extreme risk accounting for 40% of perinatal and maternal deaths (of a total of over 287 000 worldwide [1] ). Figure 2 summarises recent global estimates of maternal and perinatal mortality rates, assigned to the respective stages of pregnancy and the post-partum period. Close to 99% of those deaths occur in developing countries [1] . Estimates especially in the perinatal period are prone to inaccuracy due to discrepancies in death records at country and regional levels alike [6] . However, estimates do highlight that risk is prevalent along the continuum of pregnancy and the post-partum period, which has often been neglected.
The little attention that has been given to perinatal compared to child (under 5) and maternal mortality may to some extent be attributed to these substantial discrepancies in registration practices of birth and death including disagreement in definitions of terms such as 'stillbirth' [4] , [6] . This has resulted in a lack of reliable data to act upon. Relevant data required to effectively address perinatal risk includes harmonised records of fetal and neonatal deaths, information on where deaths occur geographically and with respect to location (in a healthcare facility or at home), in which stage of pregnancy they occur, and their causes if known [7] .
In developed regions the steep reduction of perinatal deaths in the past century is commonly attributed to the advances in skilled birth support, medical technologies and specialised healthcare infrastructure [6] . All of those are often amiss in low-resource and particularly rural regions. Interdependent factors, such as a lack of skilled medical personnel, sparse coverage of specialised care in remote areas or the cost of healthcare provision all play a role in the slow progress. Among the main direct and indirect causes of perinatal death reported in 2015 were preterm birth (16%), intrapartum related complications (11%) and sepsis (7%) [5] . The largest risk factor, however, for over 80% of neonatal deaths is low birth weight [4] . Babies with low birth weight are either born pre-term, small-for-gestational age (SGA), or both. Some term SGA babies are considered constitutionally small and might develop normally, others are affected by intra-uterine growth restriction (IUGR), a pathological slowdown in growth preventing the fetus from reaching its full growth potential. The IUGR prevalence has been estimated at 11%, six times higher than in developed regions [8] , [9] .
Small-sized babies are equally at substantial risk of post-neonatal mortality and a high morbidity rate in later life [4] .
To alleviate the burden of perinatal mortality, improving birth outcomes and registration have been named as high priorities in the post-2015 development agenda [4] , [6] , [10] , and a particular focus has been suggested on low-birth weight and a reduction in fetal growthrestriction [4] , [8] .
One approach to contribute to the prevention of avoidable deaths and disabilities is accessible perinatal screening of mother and baby, and appropriate medical referral.
Fetal wellbeing is most commonly assessed by monitoring of the fetal heart rhythm [11] , with clinicians aiming to identify non-reassuring fetal status to initiate an appropriate and timely intervention [12] . A low-cost method to record this signal is by hand-held (1D) Doppler, a modality widely used by healthcare professionals (primarily midwives) worldwide. Several consumer models have recently entered the market, offering mothers-to-be a device to listen to the fetal heart beat at home. The clinical utility of such devices for personal use is debatable as those monitors typically do not offer any form of analysis. However, this development means that extremely low-cost transducers, which can easily be adapted to connect to recording and processing devices such as smart phones, are available for purchase. This has motivated the use of such transducers and the testing of its appropriateness for risk screening in low-resource environments. The objective of the mHealth perinatal monitoring system is to enable the recording of fetal cardiac activity onto a mobile phone for further processing and fetal risk assessment. In its wider context the system was also conceived at a platform for a more comprehensive maternal-fetal health assessment. The prototype therefore includes not only a Doppler sensor, but also a pulse oximeter interfacing with the smart phone (see figure 3 for the prototype in use).
In order to achieve set Millennium Development Goals (MDGs) [2] and further improve maternal and perinatal health it has been acknowledged that information and communication technologies (ICTs) have an increasingly important role to play [13] . The rapidly increasing coverage of smart mobile devices not only in developed regions, but to an astonishing extent in the world's rural communities and settings where other technologies remain scarce, and ICTs' promising potential in healthcare delivery, have spurred the development of mHealth solutions [14] . Key challenges of perinatal mHealth solutions for lower resource environments include not only cost, but also the socio-cultural context and the formal or informal healthcare systems in place. It has been highlighted that, for a successful implementation of mHealth initiatives, their integration into the existing infrastructure, supporting and complementing resources available is crucial [15] . This includes working with frontline community healthcare workers to ensure ownership and committed participation [13] . a well established midwife program aiming to empower traditional birth attendants to improve care delivery for expectant mothers and newborns in their communities. Wuqu' Kawoq was therefore chosen as an excellent partner in the effort to develop and evaluate the appropriateness of anticipated mHealth perinatal monitoring concept presented in this article.
Guatemala is likewise an excellent case study for the complexity of the health system problems that underlie high perinatal morbidity and mortality. Health statistics for 2013 estimated 49% of all births to occur in the community as supposed to facilities with only 52% attended by a skilled healthcare worker; the percentage of low birth weight babies (<2500 g) is high at 11% and the estimated adjusted maternal mortality ratio of 140 (maternal deaths per 100 000 live births) is among the highest in Central America [16] (see figure 4 for population and health statistics). Guatemala has not met MDG4 or MDG5 by the end of 2015.
In comparison, most developed nations have reported maternal mortality ratios of 10 or less [7] and a low birth weight percentage of under 7% [16] . The relationship between gross national income per capita (GNI) and low birth weight as well as neonatal mortality is shown in figure 5 . A significant discrepancy persists in skilled birth attendance between urban (77%) and rural (37%) communities as well as the poorest and richest 20% of the population (20% and 95% respectively) [16] .
In 2010 Guatemala introduced policies to promote maternal and neonatal health requiring authorities to provide basic services for women throughout pregnancy and the neonatal period, and initiatives such as obstetrics and paediatric residency programs to increase the availability of skilled staff [17] . In a recent study [17] researchers analysed the progress in reducing maternal, fetal and neonatal mortality rates in the Guatemalan state of Chimaltenango, which is Wuqu' Kawoq's primary area of service delivery. They found maternal mortality lowered from 134 per 100 000 live births in 2010 to 113 in 2013, both stillbirth and perinatal rates significantly decreased from 22.0 per 1000 births to 16.7 and from 43.9 to 31.6 respectively. Notable were the differences in outcomes for facility and home deliveries, illustrated in figure 6. Whereas perinatal mortality could be reduced by 41.4% in facilities, it only reduced by 21.4% for home births over the same period. The same applies to stillbirths with a reduction of 39.0% and only 17.6% respectively.
Given the discrepancy in mortality reduction dependent on birth location, researchers have advocated to phase-out community deliveries led by traditional birth attendants [17] , which account for at least 59% of births in rural areas of Guatemala [19] . Birth attendants however, known as 'comadronas', are an integral part of indigenous communities, not only as providers of reproductive care but also as trusted leaders [17] . This may be one of the reasons why expecting women in the rural highlands often choose delivery at home attended by a traditional birth attendant over delivery at a healthcare facility [17] , [20] . Equally important are cultural differences, language barriers and high illiteracy rates that deter Mayan mothers from accessing the formal healthcare system. An alternative approach taken by Wuqu' Kawoq is to integrate comadronas into the care delivery model. This approach includes culturally appropriate training to traditional birth attendants and education for women in their own language addressing skill and knowledge gaps, to support solutions that empower comadronas to assess perinatal risk early reducing delays in advice seeking, and to include comadronas into the referral process strengthening the linkage to formal healthcare services.
I. The iterative design process
To test the feasibility and ultimately the potential impact of the mHealth intervention proposed in this article, the early involvement of target user communities is essential. The non-profit organisation Wuqu' Kawoq works closely with traditional birth attendants as part of their programme delivering primary healthcare in an under-served rural and predominantly indigenous region of Guatemala. The development of the mHealth application and overall healthcare intervention was designed as an iterative process and is being executed in collaboration with Wuqu' Kawoq's medical staff, their extensive network of comadronas and their patients.
The development process including all stages completed or in progress is summarised in figure 7 . The first prototype was piloted with comadronas in order to assess the acceptability of such intervention by both healthcare worker and patient, and to evaluate the usability and technical feasibility of such system. Based on collected insights and by closely working with Wuqu' Kawoq's team and traditional birth attendants, the mobile application was extended in its functionality and an appropriate user interface developed. Both feasibility testing and system refinement are discussed in this article. The project is currently entering its evaluation phase. A proof of concept study has been designed and is supported by a National Institutes of Health (NIH) grant to assess the impact of the mobile application and overall healthcare intervention. An overview of this study concludes this article.
II. Feasibility testing
The feasibility assessment was designed to evaluate whether frontline healthcare workers could operate the study equipment (1D fetal Doppler, pulse oximeter and recording application) and record signals successfully using a smart phone. The feasibility study also set out to gauge user need and to assess the acceptability by both healthcare provider and patient to inform subsequent system refinement and the proof-of-concept pilot, as well as to determine training requirements. The study protocol titled "Preliminary evaluation of a mobile health perinatal monitoring system" was approved by the Wuqu' Kawoq Institutional Review Board (WK-2014-003). Patient consent was recorded by an accompanying research physician or health centre personnel not directly involved in the respective patient's antenatal care provision.
A. Data collection
Recording staff included nine healthcare workers drawn from the Wuqu' Kawoq network of perinatal care providers: four traditional birth attendants (TBAs), two physicians (PH), one nurse (N), one healthcare worker (HCW) specialising in women's health and one health promoter (HP) (Participant information is summarised in table I). They were instructed to attach the pulse oximeter to the mother's wrist and index finger, start the recording application, locate the fetal heart beat with the Doppler (using ultrasound gel for better contact with the skin) and to record the cardiac activity for a minimum of ten minutes. They were then asked to save the recording, switch off and remove all devices (see figure 3 ). An alternative set-up was trialled with staff that had some degree of experience in the use of fetal Doppler. Those staff were asked to position the Doppler probe on the abdomen with an elastic belt and start recording thereafter. This was to assess the option of continuous monitoring for advanced cardiac signal analysis, such as screening for IUGR risk. If necessary, researchers provided guidance during the recording. Participants were given headphones or speakers to listen to the fetal cardiac activity while recording. No analysis of the fetal cardiac signal was provided at this stage of the investigation. Recording staff were accompanied to their antenatal consultations over a three week period. A total of 22 pregnant women were enrolled with an average age of 26 years (Range: 16 to 37 years), carrying a fetus with an average gestational age of 27 weeks 3 days (Range: 6 weeks 5 days to 39 weeks 6 days). All pregnancies were singleton pregnancies with no known fetal complications. Recordings were collected during five home visits and in four different community health centres, where 25 unique staff-patient interactions were observed (three women were recorded twice by different staff) and 28 recording attempts. The average recording length was 11 minutes and 10 seconds (±3m49s).
The number of participating staff and birth attendants was considered acceptable to keep logistics manageable at this stage of the development process whilst covering varying degrees of medical training and experience in the use of mobile and monitoring technologies. The number of patients enrolled was governed by the participants' work load and the objective to include a representative range of patient age and location (remote and more accessible villages).
B. Evaluation tools
To evaluate whether Wuqu' Kawoq's antenatal care providers could successfully handle the study equipment for physiological signal capture, both qualitative and quantitative research tools were employed, assessing data quality and implementation realities. Participating staff were invited to provide feedback rating the potential utility of such a system in their practice and the ease-of-use of the individual system components on a Likert scale. Each visit and recording procedure was also observed in detail by an accompanying researcher to gain insights into the work environment of the target users, their routine consultations and in particular their interaction with the study equipment. Further quantitative metrics collected were the success rate of recording all signals onto the phone concurrently and the success rate of staff identifying fetal heart sounds. The quality of Doppler recordings was furthermore reviewed using signal quality metrics developed by the authors. The reader is referred to Stroux al. [21] , [22] for specific details of these metrics.
C. Feasibility testing outcomes 1) Device use-Five out of the nine staff required no or minimal support (occasional oral instructions or reminders) when setting up the prototype system (attaching pulse oximeter, switching on Doppler probe and starting the recording application). In only 21% of the recording instances (consultations) additional instructions had to be provided when starting the Doppler probe, and in 24% when attaching and starting the pulse oximeter. Navigating the smart phone application to start recording proved more difficult, required guidance in 40% of all cases. In total, 25 recordings were successfully started. In 16 cases staff located fetal cardiac activity with ease, in seven with some difficulty, while in two recordings no heart sounds could be found (this was however anticipated, as the gestational ages were 6 weeks 5 days and 10 weeks respectively). In 48% of all cases the fetal cardiac signal could be well maintained over the duration of the recording. A number of participants were not aware whether they had recorded cardiac activity from the placenta or the fetal heart directly. Similarly two participants seemed to not notice maternal interference and did not attempt to find a clearer signal. Several participants appeared not to be conscious of the differences in signal quality and the clarity in heart sound that could be achieved.
Seven out of the nine staff could end the procedure with ease. There was no difference in the number of sessions requiring support in navigating the app (saving the signals) and those requiring help switching off and removing the devices. In summary, eight recordings required no intervention, eleven minimal guidance (i.e. oral instructions), whereas six demanded hands-on support (i.e. entering the patient ID into the smart phone). Required levels of support are summarised in table I. Staff participants with experience in handling similar devices were generally more at ease. This was particularly true for operating the smart phone but also applied to the use of the Doppler probe. The five out of nine participants who were familiar with operating smart phones, were all staff with a higher educational level or of younger age. In total, participating staff collected 24 successful recordings (all signals recorded for desired length of time), in three instances a second recording attempt was required as the pulse oximeter communication had timed out (the application was started before the pulse oximeter), one recording failed as it was accidentally saved and the application exited too early. All staff managed to identify and record fetal heart activity, only two recordings did not contain any heart sounds, however this was expected due to the gestational age of the fetuses (<12 weeks). Four out of nine staff participants appeared to be capable of handling all devices in the system with the very basic training provided by the researchers.
3) Doppler signal quality assessment-The signal quality of the fetal cardiac recordings was assessed using a logistic regression based classifier developed as part of this project. In addition to the signal's quality index (SQI) assigned by the algorithm, signal segments were regarded as poor if the heart rate computed by autocorrelation was out of a rhythm's normal range (110-180 bpm [23] ). SQI and heart rate were computed for 3.75 epochs at 0.33 Hz sampling frequency. An example recording including assigned quality score is shown in figure 8 .
Of the 4 hours and 16 minutes recorded (probe in contact with abdomen) 41% were found to be of good and 59% to be of poor (including intermediate) quality. The number of years working in antenatal care showed not to be positively correlated with an increase in the quality of data collected. On the contrary, quality appeared to decrease for longer serving staff, which may be attributed to their age and lack of exposure to technology of similar kind ( figure 9 ). The percentage of high quality data was greater for staff informally trained in their profession compared to university educated participants. Doppler signals collected by lay midwives and healthcare workers (N recordings = 9) contained 47% good and 53% poor quality, signals recorded by the nurse and clinicians (N recordings = 13) 37% and 63% respectively. Figure 10 however illustrates how gestational age influences the ease with which good quality data can be collected. The proportion of good quality data in the signal increases substantially towards the third trimester of gestation. The difference in the proportion of high quality recordings between informally and formally educated participants can likely be attributed to the greater number of early gestation patients recorded by the latter group.
The percentages of signal quality are comparable to those of data collected by healthcare professionals in the UK using the same prototype (N patients = 17) [21] , [22] . Applying the SQI algorithm, 55% of the total dataset was classified as poor, 45% as of good quality. The algorithm may be considered conservative as signal segments labelled 'poor' can contain data of intermediate quality, which may explain the rather low percentage of good quality signal. What is important to note however is that there is no significant discrepancy between data collected in the hospital environment compared to data recorded in the field.
D. Discussion
Three key areas for successful fetal cardiac signal recording have emerged, the ability to operate the equipment provided, the clinical knowledge to identify and to target the best possible signal, and the degree of willingness to employ such technology. The technologyrelated difficulties participants experienced were largely related to the participants' educational level (including a very high illiteracy rate amongst traditional birth attendants) and experience in handling similar equipment. As the instructions provided by the study team prior to the recording sessions were minimal and did not consider the various skill levels of the participants, several of the observed challenges could to some extent be attributed to a lack of appropriate training and guidance material.
It is noteworthy that despite only rudimentary instructions, all participants were able to successfully locate the fetal cardiac signal and complete a recording.
Participants with formal clinical education (physicians and nurse) who had used 1D Doppler at least occasionally in their practice had the ability not only to operate the device but also to understand the cardiac signal obtained, its origin, its susceptibility to maternal interference and the varying degrees of quality. Participants not trained in the use of similar devices, however, quickly developed a grasp of the technology and were able to successfully handle most recording steps with the limited instructions provided. Even though differences between formal and informally trained healthcare providers in the ease of handling devices were apparent, the educational level did not appear to impact the quality of data collected.
Observation confirmed that 1D Doppler can be operated with minimal training only, suggesting that wider dissemination is possible. To record good quality data early on in gestation appeared difficult to both groups and will require additional training in locating, identifying and maintaining an adequate signal.
Participating staff, independent of education or experience level, were generally comfortable using the study equipment on their patients and demonstrated a high degree of confidence. Similarly all patients agreed to participate and appeared at ease throughout the recordings. These observations allow for the assumption of a well-functioning doctor/healthcare workerpatient relationship, considered essential for high quality healthcare delivery.
E. Conclusion and system implications
All participants were able to record and to identify fetal heart sounds with only six recordings (out of 25) requiring hands-on support of study staff. The high rate of successful recordings, with only minimal instructions provided prior to each patient encounter, in combination with the positive participant feedback, were encouraging indicators that the introduction and adoption of such equipment in the communities visited is feasible.
Several areas for improvement were identified during the feasibility testing. The familiarity with the technology and the clinical understanding of the physiological signals and their characteristics, the system's usability and ultimately signal quality, could all be improved by a combination of educational measures such as training and training manuals, an appropriate application interface and built-in guidance on the phone with real time quality feedback.
The implementation of signal analysis capabilities, such as the discrimination of maternal from fetal cardiac signal by comparing the pulse oximeter to the ultrasound measure, would provide real time quality improvement and reduce false readings. (This is particularly important, since a pregnant woman can have an elevated heart rate, which may seem like a normal fetal heart rate and mask any abnormalities. Conversely, a low maternal heart rate might lead to a false alarm if mistaken for the fetus.) In addition, user feedback throughout the intervention, such as the acknowledgement of successful recordings, may prevent unnecessary loss of data. In the next section, improvements and their implementation are discussed.
III. System refinement and intervention design
The perinatal monitoring system is anticipated to be used primarily by front-line birth attendants who are typically informally educated in their profession, often illiterate and currently do not use monitoring technology in their practice. By bringing together engineers 2 , physicians 3 , public health specialists and medical anthropologists 4 , and working with the local network of healthcare workers, the aim was to create a system suited to the existing healthcare infrastructure and appropriate to the needs of the local population. The system was designed with the ultimate goal of becoming an intuitive tool for data collection, improving the diagnostic capabilities of practicing midwives and assisting with timely and accurate referral. Towards this goal three areas of system refinement and system extension were identified for the next stage of development:
1.
Mobile application
• Continuum of care: Extension of the application from prenatal assessment only, to the inclusion of intrapartum and postnatal health checks.
• Comprehensive health checks: Inclusion of maternal blood pressure measurements and checks for pregnancy-related complications into the application work flow.
• User interface (UI): The design of a user-centred mobile application interface, to be inclusive of an illiterate user group.
• Signal analysis: Implementation of heart rate analysis including discrimination between the maternal and fetal rhythm.
• Emergency response: Implementation of logic to trigger calls to higher level care staff in case of detected emergencies.
2.
Integration into medical records • Data consolidation: Automated upload of recorded signals, patient and health information to Wuqu' Kawoq's medical record system, openMRS, a globally adopted open source electronic medical record (EMR) system.
User training and education
• User manuals: The development of on-phone user manuals, inclusive of an illiterate user group.
•
User training: The development of training sessions, which will teach participants in the application of all devices and the appropriate clinical knowledge to enable the recording of good quality physiological signals and the assessment of complications. (The development of the training material will not be covered in this article.)
A. Mobile application design
As outlined above, the mobile application was significantly extended in its functionality. This included comprehensive health checks antenatally, during birth and postnatally, onphone signal analysis and emergency communication. A flow diagram illustrating the application's additional functionality is shown in figure 11 .
1) User interface-
The feasibility study revealed the limited familiarity with smart phones and confirmed the high illiteracy rate especially amongst traditional birth attendants of older age. To be maximally inclusive the application interface was therefore adapted using a combination of audio and visual instructions only, replacing any written content. Likewise the mechanism to record patient information manually was changed to voice and image capture, eliminating the need for written input. As a result, each screen presents an illustration serving as a visual clue to prompt a certain action. The illustration is accompanied by an audio playback button which provides additional audio instructions to the midwife, if required. Illustrations were drawn based on the specific use context and care was taken to guarantee their cultural relevance. All audio instructions were recorded by Wuqu' Kawoq staff in collaboration with birth attendants in the local Mayan dialect Kaqchikel. To ensure the quality of the information being collected, midwives are asked to confirm each input, presented back to them visually or aurally (via a tick mark button), before progressing through the application. Three example application screens are shown in figure 12 .
2) Emergency response-To provide support to birth attendants and to initiate immediate higher level care intervention if required, the application alerts a clinician on duty should a complication be detected. A single number is programmed into the application which uses a dynamic call forwarding system to ensure the on-call doctor is always reached. Complication detection occurs in a twofold manner. Firstly the application guides the birth attendant through a number of pregnancy related complications. If abnormalities are present, those will be confirmed on the phone by the birth attendant. As with all other instructions, guidance through symptom assessment is audio and pictogram based. All visit-specific complications and the alerts they trigger are summarised in table II.
Secondly, the physiological signals recorded (1D fetal Doppler, maternal pulse, maternal oxygen saturation and blood pressure) may be indicative of an underlying fetal or maternal pathology. In addition to fetal heart rate abnormalities, indicative of fetal distress, maternal blood pressure and oxygenation levels are reviewed with the primary aim of detecting preeclampsia [24] [25] [26] . The logic triggering an alert given the requisite heart rate, oxygen saturation and blood pressure is outlined in table III.
B. Backend infrastructure
Patient information is transmitted via voice, short message service (SMS), mobile data service (GPRS) and wireless network access (WIFI). A diagram summarising the backend infrastructure is shown in figure 13 . To ensure an immediate higher level healthcare response, the phone automatically connects to the clinician on call for remote consultation if severe complications are identified (see section III-A2 and tables II and III).
Once a patient assessment is completed, the application sends a text message via the SMS management software FrontlineSMS 5 to the OpenMRS 6 electronic medical record (EMR).
The SMS contains coded patient information providing a summary of the patient encounter. A subset of data, such as blood pressure readings or gestational age recorded, are uploaded to the EMR when in range of GPRS transmission. This is a two-way process to ensure synchronised patient data on phone and server.
The complete set of collected patient data, including all raw signal files such as Doppler and pulse oximetry recordings, is uploaded once a week via WiFi to the data storage service Amazon S3 7 . Wuqu' Kawoq medical staff can review data on Amazon S3, transcribe information from Amazon S3 to the central EMR, check for missing data between data bases and review and complement patient information in the EMR.
C. User manuals
To train midwives in the use of the equipment and to allow for a review of how to apply all devices during a patient encounter, pictogram based manuals were developed and implemented on the phone. All pictograms were drawn based on photos depicting each action required when taking blood pressure, recording the fetal cardiac Doppler signal and the maternal pulse and oxygen levels. Photos were staged with the help of Wuqu' Kawoq staff to ensure they were familiar and culturally appropriate. Before each recording action requiring the use of a sensor, the midwife has the opportunity to remind herself of the correct procedure in a step-by-step manner.
IV. System evaluation
The mHealth system described in this article is now being evaluated as part of the NIH funded study titled Mobile Health Intervention to Improve Perinatal Continuum of Care in Guatemala. The study was approved by the Wuqu' Kawoq and Emory University institutional review boards (Wuqu' Kawoq IRB approval number: WK-2015-001, Emory University protocol record: IRB00076231) to ensure compliance with ethical standards.
The study was designed as a step-wedge randomised control trial involving 50 traditional birth attendants in the department of Chimaltenango, and an overall enrolment of approximately 500 pregnant women and their newborns over the duration of 12 months. Initially, 25 midwives have been randomly assigned to receive the study equipment (mobile phone, 1D Doppler, pulse oximeter and automated blood pressure cuff) at the start of the project 8 . The remaining 25 have been provided with laminated decision support cards which mimic the logic of the phone application and use the same pictograms as are included in the mobile phone app. Each birth attendant received the same conceptual training for using the cards as the 25 midwives that receive training on the mHealth system. Equal training time was allotted to both arms of the study. In order to establish a study baseline (such as referral rates) the remaining 25 will receive the equipment with a delay of 6 months, at which point both arms of the study will be trained (or retained) in the use of the equipment. Recruitment and training is currently being performed by dedicated Wuqu' Kawoq staff.
A. Expected study outcomes
Two primary outcomes are anticipated in this proof-of-concept study: an increased appropriate antenatal referral rate and an increase in timely evaluation of neonates, conducted by birth attendants at delivery and by higher level care staff where indicated after initial assessment. The data being collected through the mHealth-EMR system will furthermore allow for the analysis of the system's technical efficacy and process evaluation. Clinical measures such as maternal, fetal and neonatal mortality and morbidity will also be collected, however, the study is not powered sufficiently to translate those into authoritative indicators.
Participating birth attendants will be tested following training provided to assess the amount of clinical knowledge and tech-literacy gained.
Post-intervention interviews with the 50 birth attendants will be conducted to further understand their attitudes toward the mHealth-EMR system, perceptions of self-efficacy while using the system, and input for further implementation. Direct observation will also give additional insight into the ease-of-use of the system. The key process outcomes and health indicators that will be extracted from the EMR, from interviews and observation are summarised in table IV.
V. Conclusion
The initial user testing provided a positive indication that introducing monitoring technology into the practice of traditional birth attendants is indeed feasible. This led to the system's extension and refinement as described in this article, working closely with Wuqu' Kawoq staff and representative local birth attendants. The approach of including frontline healthcare workers in the design process shows promise to not only create a system able to address healthcare shortages prevalent in the region, but a system that relates to the cultural context, maximising the chances of successful implementation and ultimately adoption.
The proof-of-concept evaluation study under way will test those assumptions and is expected to uncover additional improvements required, with respect to technology, process and usability. The mHealth intervention presented in this article takes the approach of integrating traditional birth attendants into formal care delivery. This acknowledges traditional birth attendants as a valuable part of the community, as opposed to side-stepping their services in order to achieve higher levels of facility-based care. The study will show whether this alternative approach will in fact lead to improvements in early risk detection and adequate referrals as anticipated.
At present, no reliable data covering the region of Chimaltenango is available on causes of maternal and fetal compromise, the latter of which is particularly scare. Frequent and meaningful monitoring reaching families in remote areas, together with centralised record keeping as made possible with the system described, is expected to create a richer knowledge base enabling the design of studies adequately powered to investigate the health impact of such intervention. Similarly there is no information available on referral rates to higher level care facilities initiated by traditional birth attendants. The study will establish a baseline of the birth attendants' abilities to adequately refer with training on the assessment of complications only, and allow for comparison with referral rates by birth attendants equipped with the monitoring application and devices. The physiological signals together with other health metrics collected during the study period will support further algorithm development towards the reliable detection of pre-eclampsia, fetal distress and IUGR.
Great care has been taken to tailor the presented application interface and mHealth intervention to the specific social and cultural realities and infrastructural challenges of Guatemala and the Chimaltenango region in particular. The core components of the system including its back end and decision support are however directly transferable, and the approach to UI design and intervention implementation easily replicable, suggesting that use in other low-resource contexts is viable.
Although we will not discuss any sustainability model in detail, we note that the projected cost of the entire system (after replacing with a low cost pulse oximeter) could be sub US $50 and therefore purchased by midwives and easily amortised over the cost of many pregnancies. In order to keep the costs of the software as low as possible we will release all source code for the project under an open source license and the images developed for the app will be released under the creative commons license attribution 4.0 international (CC BY 4.0). Integration across the fractured landscape of EMRs and service providers means scaling our system on a national level may be problematic, but optimism can be found in the adoption of OpenMRS by multiple countries and organisations across the planet. By open sourcing the code, increased interoperability and a lowering of costs is perhaps far more likely. Maternal, fetal and early neonatal mortality rates as estimated globally, adapted from [4] . The majority of both maternal and perinatal deaths (close to 99%) occur in developing regions [1] . Perinatal estimates in particular are susceptible to error given discrepancies in death records [6] , nevertheless they emphasise the high risk prevalent along the continuum of pregnancy and the often neglected post-partum period. The most recent (2013) population [18] and health statistics [17] for the Chimaltenango region in Guatemala, Wuqu' Kawoq's primary area of care provision. 
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Author Manuscript Both perinatal mortality (a) and stillbirths (b) decreased with between 2010 and 2013, coinciding with policy changes to improve access to obstetric care [17] . Whereas mortality could be reduced significantly in healthcare facilities, a slower decrease was noted for home births. 
Author Manuscript The backend infrastructure of the perinatal mobile application. Patient information is communicated via voice, text and data services dependent on urgency and connectivity. All patient information is ultimately collated in Wuqu' Kawoq's central electronic medical record system. 
TABLE I
Participants were Wuqu' Kawoq staff and healthcare workers recruited from Wuqu' Kawoq's network with varying levels of education and experience working in perinatal care. The total number of patients recorded by each participant was dependent on their current patient load. Recordings were observed and classified into instances requiring no support, minimum support (verbal) or extensive support (hands-on) support by study staff. 
